[Cerebral blood flow determination with the use of a Standard ZM 703 device].
The authors report a method of determination of regional blood flow in the brain with a Polish ZM 703 apparatus produced by United Nuclear Equipment Works POLON. The authors found that ZM 703 is useful for determination of brain blood flow but it should be equipped with detection crystals and collimators of smaller size for simultaneous examination of greater number of brain regions.